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NOTES:

MAT’L 304 STN. STL. SEAMLESS TUBING
ANNEALED .500 X .049 WALL.

WELD JOINT SHALL BE WATER TIGHT.

TO BE PASSIVATED FOR 300 SERIES STN. STL.

SHALL BE WRAP INDIVIDUALLY IN PLASTIC

TO PREVENT DAMAGE, SCRATCHES OR NICKS.

GMAW

.06

01

INSTRUMENT ASSOCIATES
(PARKER FLUID CONNECTORS)

4833 W. 128TH PLACE
ALSIP, IL 60658
(708) 597-9880

01 8-8Q1W-SS ULTRASEAL GLAND WELDLOK SOCKET STN. STL.
A1926201
x 025
063
03 CLIFF PITTS 06/17/94&.GLUSKIN 06/30/94
63
E. TRAKHTENBERIS/30/94 5 EXPERIMENTAL FACILITIES
INSERTION DEVICE
CLIFF PITTS 06/30/94 B 12mm VACUUM CHAMBER
WATER COOLING MANIFOLD
01 |SEE DCN NO. 940811-01 CRP 08/11/94 | E. BLACK 06/30/94 180 RETURN WATER LINE
00 |SEE DCN NO. 940617-02 CRP 06/17/94 1=2
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